
Rev 1.0, 01 July 2026          Page 1 of 1 

 

 

Continuous Glucose Monitoring System use in Insulin Treated Patients Undergoing Dialysis 

ISRCTN summary of results 

Participant Flow  

Thirteen (13) participants were recruited and included in the safety analysis. Three participants were 
not included in the outcome analysis. Subjects 136008 and 136011 provided no data for either the 
FreeStyle Libre Flash or Dexcom G6 Continuous Glucose Monitoring System. Subject 136003 only 
had data recorded from FreeStyle Libre. 

Baseline Characteristics  

 

Outcome Measures  

The percentage of results in Zones A and B of the Consensus Error Grid was 100% for FreeStyle Libre 
and 99.5% for Dexcom G6.  

Adverse Events  

There were no adverse events related to the devices in this study. 
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